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Tin*  control  of  laboratory  airborne  infection 
depends  more  on  administrative  and  human  fac¬ 
tors  than  on  the  development  of  new  procedures 
and  equipment.  The  major  problem  is  one  of 
communication  and  conviction.  Much  more  is 
known  about  control  of  |x>tontial  airborne  infec¬ 
tion  than  is  applied. 

Administration 

In  microbiological  units,  safety  against  lalmra- 
tory-aequired  infection  is  not  practiced  fully  lie- 
cause  of  lack  of  agreement  on  the  danger  by  the 
administrators  and  lack  of  awareness  by  the 
workers.  The  analyses  by  Sulkin  and  Pike  (36) 
show  that  only  16'  (  of  the  illnesses  in  laboratory 
workers  handling  pathogenic  microorganisms  are 
due  to  definite  accidents,  whereas  65' f  or  more 
of  the  cases  may  lie  caused  by  infectious  aerosols 
(41).  laboratory  directors  are  usually  chosen  for 
scientific  and  not  for  managerial  ability  with  its 
rigorous  nnqieet  for  safety.  The  cardinal  jxiints 
of  a  safety  program  are  education,  engineering, 
and  enforcement.  Rules,  standards,  and  oi>e rat¬ 
ing  procedures  together  with  ins|x*etiou,  investi¬ 
gation,  analysis,  correction,  and  discipline  are 
required  as  well  as  setting  a  gixxl  jiersonal  ex¬ 
ample.  Oftentimes  these  directly  op|>osc  the 
philosophy  of  scientific  freedom  which  comes 
with  academic  training. 

One  attitude  which  is  a  deterrent  to  safety  is 
the  martyr-to-science  complex.  “Have  the  dis¬ 
ease  and  get  it  over  with”  is  fortunately  liecom¬ 
ing  less  acceptable  to  younger  |iersonnel  aware 
of  |mtcntinl  permanent  damage  to  health  with 
its  high  cost  and  legalistic  complications. 

Technical  information  necessary  to  control 
lalmratory  airlmrne  infection  is  not  readily  avail¬ 
able.  Much  of  it  is  lost  in  a  maze  of  reports  of 
limited  circulation,  mimeograpluxl  shivts  of 
regulations  and  procedures,  and  tested  practices 
not  even  written  down. 

To  overcome  these  handica|is,  education 
should  Is-  instituted  to  make  protective  practices 
part  of  every  lalmratory  worker's  activity.  This 
must  start  with  a  firm  unqualified  statement  of 
jxdicv  by  the  lals>ratorv  director,  such  as: 


1 )  Planning  fo  ■  accident  prevention  will  be 
part  of  all  research,  development,  repair,  and 
services. 

2)  No  job  will  lie  considered  so  important  that 
it  cannot  be  done  safely. 

3)  Each  jierson  is  responsible  for  preventing 
accidents  and  infection  during  the  course  of  his 
individual  actions. 

4)  Each  sujxTvisor  is  responsible  for: 

a)  Preventing  accidents  and  infection  dur¬ 
ing  the  course*  of  work  trader  his  supervision 
to  the  same  extent  that  he  is  rcsjxmsiblo  for 
any  other  part  of  his  job. 

b)  Training  jhtsoiis  under  his  su|M*rvision 
in  safe  working  habits. 

With  clear  policy,  participation  of  employees 
is  necessary  to  secure  realistic  regulations  and 
group  coo|x*ration.  A  committee  system  is  very 
useful  in  initiating  a  control  program.  Reports 
should  Ik*  written,  distributed  to  all  ]x*rsons  in 
the  laboratory  including  the  highest  adminis¬ 
trative  official,  and  all  th<*  work  of  this  group 
should  receive  full  recognition  and  encourage¬ 
ment  for  productivity. 

Individual  instruction  of  senior  scientists  in 
training  their  juniors  is  preferable  to  the  less 
jiersonal  notices  on  the  bulletin  lmard,  Ixxiklcts, 
films,  and  departmental  meetings.  As  Do  Reamer 
(7)  has  put  it,  laboratory  “safety  is  contagious, 
and  the  liest  carrier  of  the  contagion  is  the  lx>ss 
and  the  Imss’s  lx>ss.” 

The  use  of  human  enginix-ring  (21,  22)  is  de¬ 
sirable  to  improve  safety  by  designing  equiji- 
im  ot  in  terms  of  human  ca|mhilitics  and  limita¬ 
tions  and  to  reduce  resistance  to  change.  The 
design  should  make  it  easy  to  act  in  a  safe 
manner. 

Infectious  risk  also  may  lx*  reduced  mechani¬ 
cally,  allowing  no  alternative  in  method  of  ae- 
complishing  a  hazardous  o| K-ration  as,  for  exam- 
ple,  mincing  or  eliminating  o|x*n  lalmratory 
Ix-nch  space  at  Fort  Detrick.  Other  |mxsih|c  ac¬ 
tions  include. 

I )  Separate  areas  of  unequal  risk  by  di*signat- 
ing  “clean”  and  “contaminated”  |»artx.  Entry  to 
the  contaminated  area  should  lx-  through  a 
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dothcs-changing  and  shower  room  system. 
Communication  without  entry  can  be  attained 
fsv  use  of  electrical  intercommunications  systems, 
pla&ic  sjieaking  diaphragms,  and  glass  view  .ng 
windows  in  doors  and  walls.  Within  the  con¬ 
taminated  space,  areas  may  be  isolated  from 
each  other. 

2)  Regulate  entrance  to  contaminated  or  infec¬ 
tious  areas.  Prohibit  visitors  and  workmen  un¬ 
familiar  with  experiments. 

3)  Provide  adequate  autoclaves.  Have  sejia- 
rate  autoclaves  for  sterilising  contaminated  arti¬ 
cles  fror  for  sterilisation  of  bn"  1  and 
instruments  and  have  a  separate  area  for  holding 
infected  animals. 

4)  Supply  only  needle-locking  hypodermic 
syringes  and  only  flat  autoclavahle  pans  for 
used  pipettes  and  syringes. 

5)  Provide  pitting  devices  and  prohibit 
mouth  pi|x>tting. 

6)  Provide  only  centrifuge  trunnion  eujis  with 
screw  caps. 

Microbiological  Technique 

The  techniques  needl'd  to  handle  pathogenic 
organisms  safely  are  so  varied  that  it  is  not  |iossi- 
ble  to  do  much  more  than  refer  to  a  few  reviews 
on  the  subje  t  (3,  20,  23,  32,  40).  Some  mention 
is  now  beginning  to  ap|iear  in  textbooks  (5,  25, 
29).  I'nfortunately  there  is  no  single  compre¬ 
hensive  evaluation  of  methodology.  I’ndoubtcdly 
some  star< Ian  I  techniques  may  be  hazardous 
only  under  some  conditions  w  ith  some  organisms. 
Much  could  be  learned  during  the  course  of  ex- 
|>eriments  conducted  primarily  for  other  our 
| Mines  by  judicious  sampling  of  air,  surfaces,  and 
)M>rsonncl,  and  by  use  of  uninoculuti'd  animal 
cage  mates.  During  the  housing  of  infected  ani¬ 
mals,  airlmmc  cross  infection  may  affect  the 
validity  of  the  experiment  (K).  For  instance, 
stinlii's  in  our  laUiratories  have  shown  that, 
during  a  test,  cross  infection  of  animals  may  la* 
im|M>rtant  in  brucellosis  (2ti)  but,  in  the  alwenc*' 
of  aerosol  challenge,  is  of  imi  significance  in 
vaccinia  or  Ja|ianc*c  It  cnco|»lmlitis.  This  |>ennits 
caging  requirements  to  lie  tailonsl  to  cin-uni- 
stanei's.  Although  nuiny  valuable  im ilentai  ih>- 
terminatmns  of  animal  cm«s  infection  have  Isx-n 
made,  there  an-  few  instances  of  critical  examina¬ 
tion  of  the  extent  of  its  ito|tortancc  in  tin-  design 
of  expcrina'nts.  It  is  obvious  that  the  demonstra¬ 
tion  of  animal  cross  infection  not  only  affects 


ex|K‘rimental  validity  but  is  indicative  of  some 
degree  of  human  hazard. 

Systematic  investigation  of  hoznrds.  The  syste¬ 
matic  investigation  of  the  infectious  hazards  of 
laboratory  procedures  (28)  offers  many  practical 
or  developmental  research  problems  suitable  for 
training  students  in  research  methods.  Diagnostic 
laboratories  are  in  need  of  such  studies,  es|iecially 
with  regard  to  acquisition  of  tuberculosis  by 
technicians  (27).  Some  progress  is  being  made  in 
this  connection  (38,  45).  Human  autopsy  prac¬ 
tices  are  jiarticularly  vulnerable  to  examination 
(15,  31).  Surprising  r  id;  may  emerge  ,  for  in 
stance,  the  aerosols  produced  by  a  flush  toilet 
have  neen  studied  recently  by  modern  aerobio- 
logical  techniques  (6).  Most  interesting  is  that 
the  mass  median  diameter  of  all  bacterial-laden 
liarticles  was  2.33  a,  with  9.5  bacteria  ]ier  jiarti- 
cle.  These  jiarticles  art'  well  suited  for  inhulation. 
Their  role  in  the  epidemiology  of  such  as  yet  un¬ 
solved  discuses  as  infectious  he|iatitis  must  lie 
considered. 

The  inherent  hazard  of  a  certain  pron-dure 
sometimes  is  reveah'd  when  a  highly  virulent 
organism  is  used.  Pasieurtlla  tularensis  is  an 
excellent  indicator  of  the  adequacy  of  control 
measures.  Infcvtion  of  jiersonnel  will  frequently 
occur  with  this  bacterium  when  conventional 
methods  of  <  entrifuging  are  um-d  and  such  i-oni- 
mon  accidents  us  dropping  |ictri  dish  cultures 
occur.  Although  some  iicssimisni  is  justified  in 
that  few  work  long  with  P.  tutarensis  without 
acquiring  the  disease,  giMxl  technique  plus  suita¬ 
ble  equipment  can  alter  the  picture. 

A  change  in  the  growth  medium  may  prove 
unex|M'etedly  hazardous.  Hie  introduction  of 
Tween  (jiolynxyethylene  sorbitan  nmiionlcatc)- 
brotli,  for  growing  Mycobacterium  tuherrutoei* 
homini *  in  a  dispersed  state,  is  said  to  have  been 
initially  eo  ire  lath'd  with  an  inert'ase  in  cases  of 
tulierculosis  in  lalsira  tors'*. 

This  discussion  on  ti'i'hniques  is  diri'cted  at 
promoting  won‘  critical  thought  on  safety  by 
tlmse  who  an*  at  tin*  lalniratoiy  U-nch.  To  reduce 
an-slciit*  and  aerosols,  the  revisions  in  mani|>ula- 
t unis  are  usually  so  small  and  detaikd  tliat  only 
the  operator  can  think  of  them.  For  instance,  a 
slight  change  in  the  |n  wit  mo  of  tin1  hands  might 
n-siilt  in  reducing  tin'  nuntWr  of  self  inoculation* 
with  tlM'  hv|mdenuic  syringe.  It  would  Is1  inter 
••sting  to  s«s'  what  changi's  would  Is-  math'  in 
nucrol  an  logical  hsil*.  equipment.  and  m:ini|>ula 
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tivc  pmcesws  by  the  creative  thinking  of  a  man 
trained  in  tool  design  and  uninhibited  by  the 
habitual  thought  of  the  microbiologist. 

Enoinkkkino  and  Equipmknt 

The  engineering  specifications  and  the  equip¬ 
ment  to  control  airborne  infection  de|>end  upm 
a  preceding  analysis  and  definition  of  the  prob¬ 
lem.  Application  to  a  *|>eeific  laboratory  will 
vary  significantly  with  the  microorganisms  in 
current  use,  <legr»*e  of  protection  by  vaccination, 
type  of  experiments  ,  i-uae  >f  infectious  ma¬ 
terial,  educational  level  of  prxonnel,  p*rsonuli- 
ti«*s,  plans  for  the  future,  building  structure, 
available  or  foreseeable  equipment,  finance,  I<*gal 
liability,  and  the  extent  to  which  pditica)  impli¬ 
cations  and  public  relations  must  lx*  considered. 

Critical  thought  on  these  questions  will  show 
that  the  ste|*s  taken  to  prevent  airborne  infection 
sometimes  are  those  that  are  most  convenient 
and  obviously  visible  and  not  necessarily  the 
most  effective. 

Clothing.  Consider  the  traditional  white*  cloth¬ 
ing  which  in  some  asjx'ct*  is  similar  to  the  witch 
doctor's  I. (‘address.  There  seems  to  he  some 
magic  protection  connected  with  the*  wearing  of 
white*.  Otherwise  he»w  can  one  e*xcuse*  the*  entry 
of  30  |x*rsons  into  a  surgical  o|x*rating  rtxim  or 
lal  ora  ton  |x*rsonnel  in  the  lunch  rex>ni  or  wards, 
wearing  white*  gowns  and  white*  slnx*s  seeded 

with  usxorte*d  microorganisms*  In  this  regard, 

the  Uicteriologist  is  falling  lx*|ow  tin*  standard 
he  preaches  tei  the  surgeons  (10).  Clothing  con- 
tan.inated  by  obvious  spills  of  |>athogenic  cul¬ 
tures  should  lx*  autoclaved  to  prevent  infection 
of  laundry  workers  (24).  Although  the  role*  of 
lxicte*ria  ldx*ruted  from  clothing  has  lx*en  studied 
in  relation  to  its  pitcntial  importance  in  hospi¬ 
tals  (0),  there  seems  to  lx*  no  information  on  this 
subject  alxiiit  lalmrutorics.  Yet  it  is  almost  cer¬ 
tain  that,  after  some  time,  the  lalx»ratory  gown 
and  shix-s  of  a  technician  working  with  tuU*rc|o 
Uicilli  at  an  «»|x*n  Ix  in  li  must  harlxir  these  or 
gauis.ie-.  With  some  vegetative  |iathogens.  .»!* 
sence  of  s|x*cific  di-a-c  -uggi**ts  that  microbio¬ 
logical  -bakts.lT  trmii  .  *►. intor\  clothing  i-  not 
significant.  However,  each  lalsinitory  should  set 
up  stamlanl-  dep-nding  ii,»hi  local  conditions. 

In  a  -imilar  category  i-  tin*  gauze  mask  worn 
during  liuianlmi-  lalxiratorv  op-ratimi-  Thi- 
mask  ha-  all  average  filtration  vtliciencv  of  only 
Is* .  u  hen  te-bd  again-t  ilibakd  Imctcna  con 


taining  droplet  nuclei  with  a  diameter  of  1  to 
5  fi  (13).  Dust  respirators  have  a  contrasting 
efficiency  of  more  than  09 'i .  Simple  fa  e  masks, 
using  a  glass  fiber  filter  with  90  to  95 '<  efficiency, 
an*  now  being  develop'd  by  several  commercial 
sources  (1). 

.hr  disinfection.  Air  disinfection  and  control 
are  essential  in  preventing  airborne  infection. 
The  basic  physical  principles  underlying  this  sub¬ 
ject  have  been  elucidated  by  Wells  (44).  Briefly 
summarised,  small  infectious  droplet  nuclei  with 
a  diameter  of  less  than  10  m  •  do  not  settle. 
Indoors  they  remain  sus|x*nded  until  they  are 
breathed  or  vented.”  Larger  |iarticles  “. .  .  settle 
on  everything  imhxirs  at  an  average  velocity  of 
1  or  2  ft/min.  Therefore,  most  of  them  settle 
before  they  an*  vented.”  High  s|xa*d  photography 
shows  that  many  common  laboratory  techniques 
liberate  Ixith  kinds  of  |>artirles  (16).  These  princi¬ 
ples  emphasize  the  im|xirtanee  of  selective  venti¬ 
lation,  ultra*,  loiet  radiation  liarriers,  and  other 
meusun*s  such  as  wet  disinfectant  cleaning  in¬ 
stead  of  dry  sweeping. 

I)in*ct  ultraviolet  irradiation  of  nx>m  air  and 
nx»m  surfer  r*  is  useful  in  many  situations  in  the 
laboratorv  (14.  42).  l*p|x*r  air  irradiation  is  suffi¬ 
ciently  less  effective  than  downward  din*et**d 
irradiation,  so  it  is  not  recommended  for  the 
usual  laboratory  although  it  may  serve  as  a  sub¬ 
stitute  for  ventilation  (23).  An  illustration  of  the 
|x>tcntiality  of  direct  radiation  may  lx*  soon  from 
a  hospital  study  which  showed  that  the  lanqis 
bad  a  disinfective  effect  with  sprayed  bacteria 
equivalent  to  29  to  169  air  changes  p*r  hour  < 17). 
Although  ultraviolet  lights  an*  efficient  when 
prup*rly  maintained,  their  pretty  blue  light  still 
provides  a  sense  of  security  long  after  the  l»ao- 
terieidal  effect  is  gone.  Han*ly  is  any  mi>thiH|ical 
check  made  of  their  radiation.  Often  they  an* 
not  kept  clean.  What  is  needed  is  an  inexpensive 
survey  meter,  or  an  ultraviolet  lamp  that  will 
change  to  an  indicative  color  when  it  is  no  longer 
germicidal. 

Ethanrt  air.  Safety  of  exhaust  air  sonictiinc- 
can  lx*  trusted  to  the  dilution  factor  by  discharge 
outside  the  building  without  tn-atinent.  ilie  rela¬ 
tion  of  the  exhaust  outlet  to  the  building  air  m 
take  and  to  op*n  windows  must  lx-  con*iricn*d, 
V  test  with  an  ««|orifen»ii'  chemical  will  |»rtxlovc 
surprising  n*sults.  But  judgment  must  lx-  cxer 
eised  as  i-  evident  Inun  a  newspipT  rep.rt  ot 
infection  of  nearby  cattle  by  escap*  of  tin-  \fn 
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can  type  of  foot-and-mouth  disease  w.us  in 
laboratory  exhaust  air  (37).  The  usual  medical 
eliagneistie-  laboratory  or  the  small  infectious 
disease  research  unit  needs  nothing  more  than 
filtration  or  incineration  of  exhaust  air  at  the 
|ioint  of  origin  of  (xitcntial  infective  aerosol, 
commonly  a  ventilated  cabinet,  enclosure,  inocu¬ 
lation  room,  or  animal  room. 

For  the  larger  installation  there  are  now  many 
excellent  air  purification  devices  of  sufficient 
variety  to  meet  any  need.  However,  many  insti¬ 
tutions  have  engineering,  maintenance,  or  cus¬ 
todial  staffs  who  cannot  keep  these  air  systems 
in  effective  ei|x*ration.  Furthermore,  failure  to 
regulate  the  movement  of  |>eople  and  materials 
and  the  inclusion  of  incompatible  features  such 
as  laundry  chutes  and  dumb  waiters  can  negate 
the  safety  provided  by  a  good  air  handling  sys¬ 
tem.  Consequently,  we  shall  have  an  increasing 
nuniln-r  of  e*x|x*nsive  air  handling  systems  that 
will  remain  impressively  large  and  complicated 
but  which  slowly  fail  to  fulfill  their  pur|s>sc. 
Filters  will  channel  or  Is1  impro|)erly  seated  so 
that  air  wifi  by-pass  the  filters,  or  the  filters  will 
clc»g.  Electrostatic  devices  and  traveling  oil  cur¬ 
tains  will  short  out  or  drop  in  effectiveness  be¬ 
cause  of  dust  and  sludge1  accumulation,  and  no 
one  will  In*  the  wiser  for  some  time.  In  this  situa¬ 
tion  the  maintenance  force  must  Ik*  u|igraded. 
Manufacturers  ne-ed  to  give  more  attention  to 
providing  easily  read  indicators  of  the  state  of 
o|>cruting  efficiency  of  their  systems. 

For  instance*,  a  pressure  gauge*  is  an  e*xe-e*lle*nt 
imiie-ator  of  the*  e-onelition  of  an  air  tilte*r,  but  the* 
usual  air  filter  manufae-turer  leaxe-s  this  eMail 
up  tee  the*  purchaser,  who  e-ommemly  elex*s  not 
realiw  whe*n  he*  ness  Is  sue*h  a  gauge*. 

I'se-  eif  positive  air  pre*ssure*  in  ‘  clean"  areas 
aiiel  ne *ga five  air  pressure*  in  “contaminated” 
areas  is  a  valuable-  e-oiiccpt,  Imt  -untnrl  of  air 
flow  is  elitfinilt.  Maintenance  of  air  Ixiluiii-e-  re*- 
quin*  atte  ntion.  An  air  system  max  start  out 
all  nicely  lialam-ed.  Imt  as  soon  as  seMitcoue-  gets 
in  the-  habit  of  having  a  eloor  or  window  o|«en  at 
a  critical  |xiint.  the-  system  is  out  of  Imlane-e.  A 
casual  t  -st  with  a  lighteel  cigare  tte  i>  not  enough. 
IVriexlie-  use-  of  smoke  tulx-s.  to  se-e-  where-  the-  air 
is  going,  is  n-e-omiue-liehd. 

Air  locks,  ehauge-  moms,  ami  js-rsonni-l 
showers.  ;-s|M-eially  if  cempled  with  ultrax ioM 
irradiation  Uime-rs  ami  e-ontml  of  air  flow,  inter 
nipt  spread  of  airl**rm-  organisms  1 1 1  XI,  43- 
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Refute,  (’age*  litter  from  infe*e-ted  animals  is  a 
major  problem  Its  im|xrrtancc  to  the  e*x|x*rimcnt 
and  to  the  ex|x*rimente-r  is  ine*omple-te)y  know  n 
for  many  dise*ase*s.  In  the  abeecne-e-  of  this  asse*ss- 
me-nt  for  each  animal,  organism,  route*  of  inje*e>- 
tion,  othe*r  variables  in  the  experiment,  Ixdding, 
and  cage*,  it  is  some-times  bent  to  use  some  fo.  - 
of  ventilated  e-age  or  an  ultraviolet  barrier.  In 
dis|xrsing  erf  sue-h  litter,  the  animal  e-an»take*r  is 
e*ntitled  to  a  knowledge*able  judgment  of  its 
hazard  and  of  precautions  to  be*  taken.  These 
will  vary.  Then*  may  be*  ge*rmie-idal  we*tting  of 
the  litter,  paste-urization,  or  autoe-laving  Ix-fon- 
dumping  into  the*  trash  e-an.  Se-arch  for  a  dust- 
fret*  litter  is  de*sirable*.  If  human  respiratory  pn>- 
tection  is  to  be*  used,  the  mask  slmulel  provide- 
more*  than  terke-n  protectiem.  Se-rupulous  ele-anli- 
ness,  16  to  20  uir  e-hange*s  an  hetur,  and  ultra- 
viole*t  irradiation  e»f  the*  rexim  may  se»me*time*s 
substitute  for  mein*  e-lalx-rate*  e-aging.  Re*fuse- 
should  lx*  incine*rated.  The  re*fuse*  trans|x>rtation 
e*rew  ne*eds  instrue-tion  anel  ins|x*e-tion  of  their 
handling  practices,  sometime*s  also  vae-cination 
and  respirators.  The  National  lnstitute-s  eif 
Health  are  using  an  cxe-ellent  trash  e-an  liner  that 
simplifies  this  matter. 

Sewage.  I)e*spite  rule's  .-  bout  |xruring  infecte-el 
mate*rial  into  a  sink,  this  elex*s  exvur  unle-ss  the* 
lalxiratory  is  we*il  cemtrolle-el.  Sennet  ime-s  auto- 
e-laving  is  inaete-quatc.  The-n*  is  erne*  instane-e*  erf  Q 
fewer  lx*ing  ae-quind  by  s|x*e*tators  eiuring  the- 
cle*aning  erf  a  blexked  lalxrrateuy  elniin  pi|x-  (35). 
The-  meist  likely  seiure-e*  xvas  Lysol-seiaked  e-gg 
yerik  mate*rial  freim  Waring  Itle-neleirs  that  was 
nert  autoeiaved.  Disinfe-e-tiein  of  lalxiratory  se-xvage- 
is  ue it  aelx  ise-el  e-xe-e-pt  in  s|x*e  ial  e*in-iimstanee*s  in¬ 
volving  large*  volumes  erf  |>utheigi-nie-  culture,  elis- 
e-ase-s  in  whie-h  se-xvage-  max  have-  human  e-piele-mie- 
(xrteiitial,  err  eirganisms  erf  unusual  hazard,  par¬ 
ticularly  those  highly  iufe-e-tious  for  animals. 

Control  at  point  of  origin.  However,  the*sc 
measures  do  iieit  ge-t  ter  the-  lie-art  erf  the-  prohie-ltl, 
namely,  stopping  the-  infi-e-tieius  ae-rosols  at  the- 
|xiint  of  errigin  At  this  |xiint  the  lalxiratory 
xxurke-r  Ix-e-oim-s  |H-rsonally  involved.  The*n-  an- 
at  le-ast  three-  major  ways  of  pnite*e'ting  the- 
xxorke«r.  (h«*  is  to  e-ste-nialize*  him  by  putting  tin- 
illfee-tiolls  age-nt  ill  a  e-lerse-d  or  w-|llie-|e**d  system 
of  e-uliitH-tx.  animal  e-age-s.  ami  otbe-r  eh-vie-es  iI2i, 
not  elissiinilar  fnun  the-  metlHxIs  use-el  in  studs-* 
with  raelieiiMito|x**.  Ihe  most  iiiqxirtant  single- 
item  is  the-  ve-ntilateel  cabinet  or  IiiwmI  fnun  3 
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to  0  ft  long.  Its  use  is  also  a  good  way  to  mini¬ 
mise  the  danger  from  those  mishap  that  acrom- 
pany  the  inoculation  of  animals.  Ingenious  veni- 
luted  cabinets,  unimal  cages,  ami  centrifuge 
housings  have  been  developed  in  England  and 
.Sweden  to  control  lain. .  itorv -acquired  tuberculo¬ 
sis  (4,  18,  19,  46). 

A  second  concept  is  that  of  internalising  the 
worker  by  providing  a  ventilated  suit;  or  a  venti¬ 
lated  head  hood;  or  a  gas  mask,  respirator,  or 
other  face  mask  in  conjunction  with  protective 
clothing.  Escape  of  infective  amounts  of  agent 
into  the  room  is  then  (termissible.  The  room  must 
be  safeguarded  under  negative  air  pressure  by  an 
exhaust  air  filter  and  an  ultraviolet  air  lock.  A 
disinfectant  shower  may  be  provide!  for  the 
ventilated  suit.  Peracetic  acid  (39)  is  recom¬ 
mended  for  such  a  shower.  These  arrangements 
are  useful  in  handling  monkeys  and  larger  ani¬ 
mals,  which  are  difficult  to  control  in  cabinet 
systems  when  frequent  examination  is  neix*ssary, 
and  in  o|x-rating  large  cx|x*rimental  apimratus. 
The  use  of  such  rooms  is  facilitate!  by  the  suita¬ 
bility  of  /i-pro|Holactonc  (2,  34)  for  disinfection 
of  rooms  ami  buildings  and  of  ethylene  oxide 
(30)  for  delicate  instruments  otherwise  injured 
by  autoclaving. 

The  third  method  is  often  the  beat.  It  combines 
a  minimum  of  the  other  two  methods,  a  maxi¬ 
muni  of  |M‘rsoitaliaed  training  in  ttvhniquc  by 
the  senior  scientists,  ami  *tx*cific  immunisation, 
when  available.  Recently  we  have  ex|M>i  icnced  a 
striking  example  of  this  when  sulistitution  of  a 
live  tularemia  vaccine  for  a  killed  vaccine  re¬ 
sulted  in  elimination  of  cast**  of  laboratory -ac¬ 
quired  tularemia. 

Vaccination 

Immunisation,  complete  or  |»artial,  by  infec¬ 
tion  or  injection,  has  long  Urn  the  substitute  for 
attention  to  the  training,  technique,  ami  equip¬ 
ment  that  will  prevent  illness.  Few  antigens  arti¬ 
ficially  administen’d  will  pmtist  the  microbiolo¬ 
gist  against  all  accidental  challenge,  liotulimim, 
di|»hthcria,  and  tetanus  toxoids,  yellow  fever 
vaccine,  and  ptolwblv  *mall|*i\  vaccine  an* 
alxmt  all  u|»m  which  certain  n-lianee  can  Is* 
placed.  Infection  of  vaccinated  person*  can  Is1 
documented  in  other  instance*.  Furtlicrmon*. 
tlu*  ilcgrec  of  iiiununity  to  aerosol  rhallengc  i* 
unknown  for  some  vaccines  inasmuch  a*  they 
have  been  standardized  by  other  mean*. 


Not  only  for  the  good  of  th '  laboratorian  but 
from  the  long  range  view  of  national  needs  in 
times  of  |x*ace  and  war,  I  wonder  whether  then* 
might  not  be  significantly  greater  benefit  fnmi 
mon*  emphasis  on  development  of  vaccines  rather 
than  on  engineering  control  of  airborne  labora¬ 
tory  infection.  When  I  look  at  the  )>a|x‘rs  in  the 
immunological  journals,  1  am  pusslcd  hy  what 
seems  to  me  a  curious  indiffen*ncc  to  the  n*al 
need  for  vaccinia*  against  brucellosis,  iwittacosis, 
Q  fever,  coccidioidomycosis,  and  the  viral  en- 
eephalitides,  and  for  improved  vaeeim*s  in  the 
riekettsioses.  In  these  discasw  infection  does 
produce  some  immunity,  so  it  would  seem  that 
immunizing  systems  an*  present,  awaiting  devel¬ 
opment.  Studies  on  the  anthrax  antigen,  which 
show  that  |«rt  of  an  organism  is  a  letter  im¬ 
munogen  that  the  whole  dead  organism,  n*veal 
what  can  lx*  achieved  by  a  new  line  of  attack. 
The  new  )M>linmvclitis  vaeein**s  dramatise  the 
ixitentiality  of  living  vaeeim*s.  The  compara¬ 
tively  gn*atcr  emphasis  u|x>n  research  for  curative 
drugs  inst<*ad  of  for  vaccines  reflects  man’s  age- 
old  preference  for  cun*  of  pn*si>nt  need  rather 
than  for  pn*vention  of  futun*  |x«ssibility.  Al¬ 
though  we  need  education  and  engineering  to 
control  airborne  laboratory  infection,  effective 
vaccines  would  lx*  «>f  mon*  (x  rmanent  value  to 
the  nation. 
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